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Abstract
Purpose: To compare conventional single-shot echo planar imaging (ss-EPI) and
simultaneous multi-slice (SMS) readout-segmented EPI (rs-EPI) for magnetic
resonance diﬀusion tensor imaging (DTI) of the ulnar nerve.
Materials and methods: This study was approved by the local ethics committee.
Ten healthy volunteers (mean age 30.4  4.01 years; range 25e36 years)
underwent 3T DTI of the ulnar nerve at the level of the cubital tunnel. DTI was
performed based on ss-EPI as well as SMS rs-EPI sequences. Signal-to-noise
ratio (SNR), image quality, and DTI parameters in the ulnar nerve (fractional
anisotropy, FA; mean diﬀusivity, MD) were compared between the two
sequences by two independent radiologists.
Results: Acquisition time was 5:12 min for ss-EPI and 5:18 min for SMS rs-EPI.
Between the two sequences, no signiﬁcant diﬀerences were found for derived DTI
measures FA (p ¼ 0.11) and MD values (p ¼ 0.93). Compared to conventional
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ss-EPI, SMS rs-EPI yielded signiﬁcantly less ghosting artifacts (p ¼ 0.04) but
inferior nerve depiction (p ¼ 0.001) and worse overall image quality (p ¼ 0.008).
Conclusion: SMS rs-EPI is not advantageous over ss-EPI in DTI of the ulnar nerve
at the level of the cubital tunnel.
Keywords: Medical imaging, Neuroscience, Neurology
1. Introduction
Ulnar neuropathy at the elbow (UNE) is amongst the most common peripheral neurop-
athies with an annual incidence of about 21/100.000 [1]. UNE is clinically and socio-
economically important since it can lead to continuing atrophy and persistent impair-
ment of intrinsic musculature [2]. Traditional diagnostic testing for UNE mainly con-
sists of physical examination, nerve conduction studies and ancillary neurosonography,
all of which are highly operator dependent. Recently, T2-weighted MR neurography
has added diagnostic value in precise localization of lesion of UNE [3, 4]. Still, the eti-
ology of ulnar neuropathy at the elbow remains unclear in many cases [1, 5].
In search of additional tools for characterizing peripheral nerves, diﬀusion tensor im-
aging (DTI) has been increasingly used in the last years for imaging of forearm
nerves [6, 7]. DTI allows voxel-wise measurement of the intensity, main direction,
and anisotropy of diﬀusion of water molecules in body tissues [8]. DTI parameters
could have a role as a surrogate marker of peripheral nerve integrity [9, 10]. Further-
more, DTI is projected to play a role in monitoring regeneration and degeneration in
motor neuron disease in the future [11]. In particular, the median nerve has been
extensively studied [12, 13]. The ulnar nerve, in contrast, has only been subject of
investigation in few studies [3, 14, 15].
Conventional DTI is technically based on single-shot echo planar imaging (ss-EPI),
where the entire k-space is ﬁlled during a single T2* decay. Since ss-EPI is prone to
motion artifacts, susceptibility artifacts and image blurring, DTI of peripheral nerves
is not yet commonly used in clinical routine. Readout-segmented EPI (rs-EPI) is a
modern technique, which may overcome the limitations of ss-EPI, because it
achieves shorter echo-spacing by dividing the k-space into separately acquired seg-
ments [16]. The main disadvantage of rs-EPI is its longer acquisition time. However,
the acquisition time could now be reduced by using the simultaneous multi-slice
(SMS) technique with blipped ‘Controlled Aliasing In Parallel Imaging Results In
Higher Acceleration’ (blipped CAIPIRINHA). This technique was initially devel-
oped for ss-EPI and recently introduced for rs-EPI [17, 18].
In the present work, we tested the feasibility of DTI of the ulnar nerve using SMS rs-
EPI. Our hypothesis was that SMS rs-EPI would yield signiﬁcantly higher image
quality compared to conventional ss-EPI at comparable acquisition time.
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2. Materials and Methods
2.1. Study population
The ulnar nerve was scanned in ten healthy volunteers (5 males, 5 females; mean age
30.4; age range 25e36; side, 7 right, 3 left). No subject reported symptoms of pe-
ripheral neuropathy or previous cervical spine, upper arm or elbow surgery.
Approval by the local ethics committee and written informed consent from all vol-
unteers were obtained.
2.2. Imaging protocol
All subjects were scanned in a clinical 3T scanner (MAGNETOM Skyra, Siemens
Healthcare, Erlangen, Germany). They were positioned in the prone position with
the arm extended overhead. A 4-channel ﬂexible coil (Siemens Healthcare) was
placed around the elbow (Fig. 1).
All sequences were planned in the axial plane at the level of the cubital tunnel. First,
a T2-weighted fat-suppressed sequence was acquired in order to assess the anatomy
and to exclude structural pathologies (TR, 5800 ms; TE, 40 ms; ﬁeld-of-view, 272
320 mm2; voxel size, 0.2 0.2 3.0 mm3; slices, 45; slice gap, 0.3 mm; acquisition
time, 3:01 min).
Fig. 1. MR scanning positioning: The ﬁgure shows a volunteer, who has been positioned in prone po-
sition for MR imaging of the ulnar nerve at the level of the elbow - the so called “superman position” -
with the arm extended overhead. A 4-channel ﬂexible coil (Siemens Healthcare) is placed around the
elbow.
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Next, DTI was performed using both a conventional ss-EPI sequence and an SMS rs-
EPI sequence with two-fold slice acceleration (imaging parameters see Table 1).
Acquisition times of both diﬀusion sequences were almost equaled for reasons of
comparison and were kept reasonably short for potential future application in clinical
routine.
2.3. Assessment of image quality
Two independent readers (***initials blinded***; reader 1: clinical fellow with 5
years training inmusculoskeletal radiology; reader 2: research fellow inmusculoskel-
etal radiology with 2 years training in neuroradiology) rated on a 5-point-Likert-like
scale (1, excellent; 2, good; 3, moderate; 4, poor; 5, non-diagnostic) the following
qualitative imaging parameters: ghosting artifacts, anatomical distinction of the ulnar
nerve and overall image quality.
2.4. Post-processing and measurements
All images were post-processed using the syngo.via platform (Version VB10A,
Siemens Healthcare, Erlangen, Germany). For the DTI sequences, parametrical
voxel-wise maps of the fractional anisotropy (FA) and mean diﬀusivity (MD)
were automatically generated by the scanner’s console (Table 2). For FA and MD
Table 1. Sequence parameters. Abbreviations: ss-EPI, single shot echo planar
diﬀusion-tensor imaging; rs-DTI, readout-segmented echo planar diﬀusion-
tensor imaging; SMS, Simultaneous multi-slice acquisition; TR, repetition
time; TE, echo time; FoV, ﬁeld of view.
Parameter DTI based on ss-EPI DTI based on SMS rs-EPI
TR 4,400 ms 2,800 ms
TE 77 ms 72 ms
Field of view 100  100 mm2 100  100 mm2
Voxel size 1.2  1.2  4.0 mm3 1.2  1.2  4.0 mm3
Slices and slice gap 36; 0 36; 0
Partial Fourier acquisition 6/8 6/8
GRAPPA acceleration factor 2 2
Slice acceleration factor - 2
Gradient directions 20 (monopolar) 20 (monopolar)
Signal averages b ¼ 0 (5), b ¼ 1,000 (2) b ¼ 0 (5), b ¼ 1,000 (1)
k-space segments 1 5
Bandwidth 1,112 Hz/Px 714 Hz/Px
Echo spacing 1.0 ms 0.50 ms
Acquisition time 5:12 min 5:18 min
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measurements, both readers also independently placed standardized 6.4 mm2 regions
of interest (ROIs) on the respective maps in the ulnar nerve at the level of the cubital
tunnel. Potential partial-volume eﬀects were avoided by deﬁning the ROIs slightly
smaller than the cross-sectional area of the nerve [12].
2.5. SNR estimation
The SNR was estimated on the b0 images by dividing the signal of the ulnar nerve by
the background noise (standard deviation of the signal) measured in an ROI at the
edge of the ﬁeld-of-view.
2.6. Statistical analysis
Statistical analyses were performed with SPSS (v20, IBM Corp., Somers, NY) and R
(v. 3.2.4, R Foundation for Statistical Computing, Vienna, Austria). For FA andMD,
a normal distribution was assumed and veriﬁed visually in the histogram. A paired
Student’s t-test was used for the comparison of FA and MD values between ss-EPI
and SMS rs-EPI. Descriptive statistics of those were expressed as means and stan-
dard deviations. The reader ratings and SNR measurements were compared with
Table 2. Quantitative and qualitative image analysis: For both sequences and
both readers quantitative parameters SNR, FA, MD are given as mean standard
deviation (SD). Qualitative grading of artifacts, resolution and overall image
quality is provided for each sequence and reader on a 5-point Likert scale
(ghosting artifacts: 1, none; 2, low; 3, moderate; 4, high; 5, very high; overall
image quality, anatomical depiction of ulnar nerve: 1, excellent; 2, good; 3,
moderate; 4, poor; 5, non diagnostic). Paired t-tests were performed to assess
potential between group diﬀerences. Corresponding p-values are given. Italics
indicate statistical signiﬁcance.
Reader 1 2 SMS rs-EPI
vs. ss-EPI
Protocol SMS rs-EPI ss-EPI SMS rs-EPI ss-EPI p-value
SNR 9.53 11.37 8.58 11.88 0.002
FA Mean 0.578 0.631 0.607 0.631 0.11
SD 0.0961 0.0755 0.1174 0.0848
MD Mean 1.27 1.32 1.42 1.41 0.93
SD 0.122 0.184 0.142 0.211
Overall image Quality 2.56 2.20 2.56 2.00 0.008
Anatomical depiction of
ulnar nerve
2.22 1.80 2.44 1.70 0.001
Ghosting artifacts 2.11 2.30 1.89 2.10 0.4
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an asymptotic Wilcoxon-Pratt signed-rank test for paired observations, and the data
was described by median and interquartile range. A p-value <0.05 was considered
signiﬁcant, with Bonferroni correction for multiple comparisons where appropriate.
Interreader agreement was measured with intraclass correlation coeﬃcient (ICC) for
FA and MD and with Cohen’s kappa (k) for the qualitative ratings. Respective con-
ﬁdence intervals were obtained via bootstrapping (R DescTools v. 0.99.5). Inter-
reader agreement was deemed substantially diﬀerent if the two compared values
were outside of the respective other 95% conﬁdence interval, as there is currently
no widely accepted method of statistically computing a signiﬁcance level when
comparing interreader agreement [19]. The interreader agreement was interpreted
as follows: slight agreement (<0.20), fair (0.20e0.39), moderate (0.40e0.59), sub-
stantial (0.60e0.79), or excellent (>0.80) agreement [20].
3. Results
3.1. Image acquisition
All morphological and diﬀusion images were successfully acquired (for example FA
and MD maps see Fig. 2). Speciﬁc absorption rate (SAR) limits were respected in all
sequences without the need for switching to ﬁrst-level mode.
Fig. 2. Comparison of anatomical depiction of the ulnar nerve and ghosting artifacts for a 27-year old
female healthy volunteer. Panel (A) shows a T2-weighted, fat suppressed, axial image with delineation
of the ulnar nerve in the cubital tunnel (white arrow) as standard of reference for anatomical correlation;
panel (B), the automatically generated mean diﬀusivity (MD) map and (D) fractional anisotropy (FA)
map for the ss-DTI at the same level, where anatomical depiction of the ulnar nerve was graded
“good” and ghosting artefacts were rated “moderate” for both readers for both maps. Panel (C) and
(E) demonstrates the corresponding rs-DTI maps. Here the MD map was graded “moderate” for anatom-
ical depiction of the ulnar nerve by both readers and “moderate” for ghosting artifacts by reader 1 and
“low” by reader 2. The FA map for rs-DTI was rated “poor” by both readers for anatomical depiction and
“moderate” for ghosting artifacts for both readers.
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3.2. Quantitative measurements
SNR measurements in SMS rs-DTI were 8.65 (range, 7.88e11.78) for reader 1 and
with 8.53 (4.50e12.19) for reader 2 compared to ss-DTI with 10.62 (9.78e12.36)
for reader 1 and with 10.24 (9.53e13.61) for reader 2 were not signiﬁcantly diﬀerent
(rs-DTI p ¼ 0.59, ss-DTI p ¼ 0.33).
FA and MD values were similar for both readers (p ¼ 0.65 and 0.15, respectively)
and both sequences (p ¼ 0.11 and 0.93, respectively). Inter-reader agreement of FA
measurements was fair for both ss-EPI (ICC¼ 0.34; 95% conﬁdence interval,0.40
to 0.79) and for SMS rs-EPI (ICC ¼ 0.34; 0.34 to 0.78). For MD measurements
inter-reader agreement was moderate for conventional ss-DTI (ICC ¼ 0.43; 0.12
to 0.81) and fair for SMS rs-EPI (ICC ¼ 0.35; 0.31 to 0.79). Detailed diﬀusion
metrics are given in Table 2.
3.3. Qualitative ratings
Anatomical depiction of the ulnar nerve and overall image quality were both
perceived signiﬁcantly better in the ss-EPI sequence (p ¼ 0.002 and 0.008, respec-
tively). Ghosting artifacts were not signiﬁcantly diﬀerent in the two sequences (p ¼
0.36). The interreader agreement was k ¼ 0.33 (0.10e0.77) for overall image qual-
ity, 0.37 (0.04e0.78) for and anatomical depiction 0.45 (0.04e0.86) for artifacts,
corresponding to mostly fair to moderate agreement.
4. Discussion
4.1. The role of DTI for imaging of peripheral nerves
Until now diagnostic imaging of peripheral neuropathies with MR neurography rests
upon prolonged T2-relaxation times in fat saturated pulse sequences to localize a in-
traneural edema within the course of the fascicles. However, T2 hyperintense signal
alteration is not speciﬁc to any deﬁned pathophysiological condition since they
merely echo the grade of density and compartmentalization of water-hydrogen pro-
tons [21]. Another problem linked to imaging of peripheral nerves is the magic angle
eﬀect due to an artiﬁcial increase in T2-relaxation time [22]. This phenomenon is
caused by interaction of water-hydrogen protons with the surrounding collagen ma-
trix of the endoneurium and interfascicular compartments when nerve ﬁbers run at an
angle of 55 relative to the main static magnetic ﬁeld [23]. Especially at the elbow the
magic angle eﬀect can limit selectivity between physiological pathologic conditions.
Husarik et al. found that the T2w-signal of the ulnar nerve at the elbow is increased in
about 60% of individuals without any symptoms of ulnar neuropathy [24].
Due to these limitations of T1 and T2 weighted anatomical MR imaging, DTI is a
promising new approach to deliver more accurate diagnostic information about
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the nerve [25]. DTI relies on Brownian motion of waterehydrogen protons along
diﬀerent gradient directions. Changes in tissues self-diﬀusivity lead to alterations
in derived DTI parametric maps of fractional anisotropy (FA) and mean diﬀusivity
(MD). In the peripheral nervous system it is assumed that FA reﬂects the microstruc-
tural nerve integrity and mean diﬀusivity (MD) measures the density of the axonal
membrane [26]. In general, peripheral nerves with their strong directionality seem to
be predestinated for DTI. However, recent studies (mainly using ss-EPI) have indi-
cated the technique may be limited in small nerves due to low in-plane resolution,
wide slice thickness and partial volume contamination eﬀects. Thus, in search of
alternative sequences for DTI of peripheral nerves, in the present study the feasibility
of SMS rs-EPI for DTI of the ulnar nerve at the cubital tunnel was tested and
compared with conventional ss-EPI. We assessed quantitative data by means of
FA, MD and SNR and qualitative data by means of ghosting and motion artifacts,
anatomical distinction and overall image quality in axial DWI images in 10 healthy
volunteers.
4.2. Technical considerations
We found that SMS rs-EPI yielded similar FA and MD as well as similar ghosting
artifacts compared to ss-EPI, but signiﬁcantly worse anatomical depiction of the ul-
nar nerve and poorer overall image quality, likely related to the slightly lower SNR.
Still, obtained SNR values for the ulnar nerve in this study were in line with current
literature for normal values in peripheral nerves [7, 9]. Suﬃcient SNR is important 1)
in order to clearly identify the relatively small ulnar nerve at the elbow; 2) to mini-
mize uncertainty of derived MD and FA values; and 3) to minimize uncertainty of
the voxel-wise eigenvector of the diﬀusion tensor [27, 28].
At the same time, spatial resolution is a crucial factor for accurate DTI measure-
ments. Within the cubital tunnel, the ulnar nerve normally is surrounded by fat,
which poses an additional challenge to DTI because potential partial volume eﬀects
may signiﬁcantly inﬂuence FA and MD measurements. To avoid this potential
source of bias, we applied a relatively high spatial resolution, allowing us to draw
ROIs small enough to avoid inclusion of extraneural fat, yet at the cost of lower
SNR. In order to still maintain suﬃcient SNR, we chose the echo time as short as
possible, used 6/8 partial Fourier sampling, applied 20 gradient directions and
used a relatively low upper b-value of 1,000 s/mm2.
A study by Zhou et at. noted that SNR and spatial resolution had a strong impact on
FA values in forearm nerves. They found FA values to be higher with low SNR and to
be lower with higher voxel size [29]. Whilst keeping voxel size and ROIs as small as
possible, both diﬀusion sequences seem to be appropriate for quantitative DTI. A re-
ported phenomenon of SMS acquisition, which is not yet fully understood, is a poten-
tial increase of measured FA values at higher slice acceleration; however, in the
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present study we did not make such observations [30, 31]. In theory, given its shorter
echo time and echo spacing, readout-segmented EPI inherently reduces susceptibility
artifacts and geometric distortions compared to single-shot measurements. However,
our visual image assessment did not reveal a signiﬁcant advantage of SMS rs-EPI
over ss-EPI. Recently another promising multi-shot DTI technique, termed multiplex
sensitivity-encoding (MUSE) has been developed. This technique inherently corrects
nonlinear shot-to-shot phase variations without using navigator echoes [32].
4.3. Limitations
We acknowledge several limitations of the current study: Our sample size with only
ten healthy volunteers is relatively small, but in line with previous studies on periph-
eral nerves, and typical for pilot studies investigating novel techniques [9, 29].
Furthermore, we suppose that a larger sample size would not have had a relevant
impact on the results of this study, because the inter-individual variability of DTI
measurements was relatively low. Last, the phased-array coil used in our study
comprised only four independent channels; hence, we could not take unlimited
advantage of the multi-slice technique. However, previous studies have shown
that a slice acceleration factor of 2 is the most reasonable compromise between im-
age quality and acquisition time [7, 31].
5. Conclusion
In our study, we found that SMS rs-EPI was not superior to ss-EPI for DTI of the
ulnar nerve at the elbow. In order to increase clinical acceptance and impact of
diﬀusion-weighted imaging of peripheral nerves, further attempts are necessary to
ﬁnd the best technique.
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